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§ 803.10 General description of reports 
required from user facilities, im-
porters, and manufacturers. 

(a) Device user facilities. User facilities 
must submit the following reports, 
which are described more fully in sub-
part C of this part. 

(1) User facilities must submit MDR 
reports of individual adverse events 
within 10 days after the user facility 
becomes aware of an MDR reportable 
event as described in §§ 803.30 and 803.32. 

(i) User facilities must submit re-
ports of device-related deaths to FDA 
and to the manufacturer, if known. 

(ii) User facilities must submit re-
ports of device-related serious injuries 
to manufacturers, or to FDA, if the 
manufacturer is unknown. 

(2) User facilities must submit an-
nual reports as described in § 803.33. 

(b) Device importers. Importers must 
submit the following reports, which are 
described more fully in subpart D of 
this part. 

(1) Importers must submit MDR re-
ports of individual adverse events with-
in 30 days after the importer becomes 
aware of an MDR reportable event as 
described in §§ 803.40 and 803.42. 

(i) Importers must submit reports of 
device-related deaths or serious inju-
ries to FDA and to the manufacturer. 

(ii) Importers must submit reports of 
malfunctions to the manufacturer. 

(2) [Reserved] 
(c) Device manufacturers. Manufactur-

ers must submit the following reports 
as described more fully in subpart E of 
this part: 

(1) MDR reports of individual adverse 
events within 30 days after the manu-
facturer becomes aware of a reportable 
death, serious injury, or malfunction 
as described in §§ 803.50 and 803.52. 

(2) MDR reports of individual adverse 
events within 5 days of: 

(i) Becoming aware that a reportable 
MDR event requires remedial action to 
prevent an unreasonable risk of sub-
stantial harm to the public health or, 

(ii) Becoming aware of an MDR re-
portable event for which FDA has made 
a written request, as described in 
§ 803.53. 

(3) Annual baseline reports as de-
scribed in § 803.55. 

(4) Supplemental reports if they ob-
tain information that was not provided 

in an initial report as described in 
§ 803.56. 

[60 FR 63597, Dec. 11, 1995, as amended at 65 
FR 4119, Jan. 26, 2000; 66 FR 23157, May 8, 
2001] 

§ 803.11 Obtaining the forms. 

User facilities and manufacturers 
must submit all reports of individual 
adverse events on FDA Form 3500A 
(MEDWATCH form) or in an electronic 
equivalent as approved under § 803.14. 
This form and all other forms ref-
erenced in this section can also be ob-
tained from the Consolidated Forms 
and Publications Office, Washington 
Commerce Center, 3222 Hubbard Rd., 
Landover, MD 20875; from the Food and 
Drug Administration, MEDWATCH 
(HF–2), 5600 Fishers Lane, Rockville, 
MD 20857, 301–827–7240; from the Divi-
sion of Small Manufacturers Assist-
ance, Office of Health and Industry 
Programs, Center for Devices and Radi-
ological Health (HFZ–220), 1350 Piccard 
Dr. Rockville, MD 20850, FAX 301–443– 
8818; or from http://www.fda.gov/ 
opacom/morechoices/fdaforms/ 
cdrh.html on the Internet. 

[65 FR 17136, Mar. 31, 2000] 

§ 803.12 Where to submit reports. 

(a) Any written report or additional 
information required under this part 
shall be submitted to: Food and Drug 
Administration, Center for Devices and 
Radiological Health, Medical Device 
Reporting, PO Box 3002, Rockville, MD 
20847–3002. 

(b) Each report and its envelope shall 
be specifically identified, e.g., ‘‘User 
Facility Report,’’ ‘‘Annual Report,’’ 
‘‘Importer Report,’’ ‘‘Manufacturer Re-
port,’’ ‘‘5–Day Report,’’ ‘‘Baseline Re-
port,’’ etc. 

(c) If an entity is confronted with a 
public health emergency, this can be 
brought to FDA’s attention by con-
tacting the FDA Emergency Oper-
ations Branch (HFC–162), Office of Re-
gional Operations, at 301–443–1240, and 
should be followed by the submission of 
a FAX report to 301–443–3757. 
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(d) A voluntary telephone report may 
be submitted to, or information regard-
ing voluntary reporting may be ob-
tained from, the MEDWATCH hotline 
at 800–FDA–1088. 

[60 FR 63597, Dec. 11, 1995, as amended at 65 
FR 4119, Jan. 26, 2000] 

§ 803.13 English reporting require-
ment. 

(a) All reports required in this part 
which are submitted in writing or elec-
tronic equivalent shall be submitted to 
FDA in English. 

(b) All reports required in this part 
which are submitted on an electronic 
medium shall be submitted to FDA in a 
manner consistent with § 803.14. 

§ 803.14 Electronic reporting. 

(a) Any report required by this part 
may be submitted electronically with 
prior written consent from FDA. Such 
consent is revocable. Electronic report 
submissions include alternative report-
ing media (magnetic tape, disc, etc.) 
and computer-to-computer commu-
nication. 

(b) Any electronic report meeting 
electronic reporting standards, guid-
ance documents, or other procedures 
developed by the agency for MDR re-
porting will be deemed to have prior 
approval for use. 

[60 FR 63597, Dec. 11, 1995, as amended at 65 
FR 56480, Sept. 19, 2000] 

§ 803.15 Requests for additional infor-
mation. 

(a) FDA may determine that protec-
tion of the public health requires addi-
tional or clarifying information for 
medical device reports submitted to 
FDA under this part. In these in-
stances, and in cases when the addi-
tional information is beyond the scope 
of FDA reporting forms or is not read-
ily accessible, the agency will notify 
the reporting entity in writing of the 
additional information that is re-
quired. 

(b) Any request under this section 
shall state the reason or purpose for 
which the information is being re-
quested, specify the date that the in-
formation is to be submitted and clear-
ly relate the request to a reported 

event. All verbal requests will be con-
firmed in writing by the agency. 

§ 803.16 Disclaimers. 
A report or other information sub-

mitted by a reporting entity under this 
part, and any release by FDA of that 
report or information, does not nec-
essarily reflect a conclusion by the 
party submitting the report or by FDA 
that the report or information con-
stitutes an admission that the device, 
or the reporting entity or its employ-
ees, caused or contributed to the re-
portable event. The reporting entity 
need not admit and may deny that the 
report or information submitted under 
this part constitutes an admission that 
the device, the party submitting the 
report, or employees thereof, caused or 
contributed to a reportable event. 

§ 803.17 Written MDR procedures. 
User facilities, importers, and manu-

facturers shall develop, maintain, and 
implement written MDR procedures for 
the following: 

(a) Internal systems that provide for: 
(1) Timely and effective identifica-

tion, communication, and evaluation of 
events that may be subject to medical 
device reporting requirements; 

(2) A standardized review process/pro-
cedure for determining when an event 
meets the criteria for reporting under 
this part; and 

(3) Timely transmission of complete 
medical device reports to FDA and/or 
manufacturers; 

(b) Documentation and record-
keeping requirements for: 

(1) Information that was evaluated to 
determine if an event was reportable; 

(2) All medical device reports and in-
formation submitted to FDA and man-
ufacturers; 

(3) Any information that was evalu-
ated for the purpose of preparing the 
submission of annual reports; and 

(4) Systems that ensure access to in-
formation that facilitates timely fol-
lowup and inspection by FDA. 

[60 FR 63597, Dec. 11, 1995, as amended at 65 
FR 4119, Jan. 26, 2000; 66 FR 23157, May 8, 
2001] 

§ 803.18 Files and distributor records. 
(a) User facilities, importers, and 

manufacturers shall establish and 
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